The Birmingham hip resurfacing metal-on-metal arthroplasty was introduced in 1997 and has shown promising short-to mid-term results. We used radiostereophotogrammetric analysis (RSA) to study the stability of 20 resurfacing arthroplasties over a follow-up period of 24 months.
The Birmingham hip resurfacing metal-on-metal arthroplasty was introduced in 1997 and has shown promising short-to mid-term results. We used radiostereophotogrammetric analysis (RSA) to study the stability of 20 resurfacing arthroplasties over a follow-up period of 24 months.
Radiological examinations for RSA were performed immediately after surgery and at two, six, 12 and 24 months after operation. Precision and detection of migration thresholds (non-zero movement) were calculated.
All the results corresponded well to those found in similar experimental arrangements with standard hip prostheses. Migration of the cup and vertical and mediolateral migration of the head were calculated. The values were low at two years compared with those of earlier studies of cemented femoral components in conventional total hip replacements indicating that there was no evidence of excessive early migration or loosening of the components.
Conservation and restoration of the anatomy and biomechanical function are fundamental goals of orthopaedic surgery. A perceived advantage of surface replacement of the hip is that the natural anatomy is better replicated than with the more traditional total hip replacement. The first metal-on-metal, double-cup arthroplasties were performed by Müller. 1 The socket was made of polished cobalt-chrome with a small polar protuberance which was press-fitted into the acetabulum after reaming. The femoral component was a hemispherical shell which, after reaming, was pressed onto the femoral head. In a series of 18 patients described in 1968, the prosthesis functioned satisfactorily in one patient for at least 14 years. 1 In the 1970s, total resurfacing hip arthroplasty using a polyethylene cup and a metal head gained in popularity. [2] [3] [4] [5] [6] [7] [8] However, high rates of failure resulted in the procedure being abandoned. 9 It is established that, for most designs of implant, the main threat to longterm fixation is debris from polyethylene bearings. Among the methods used to address the problem, the use of metal surfaces for both the acetabular and the femoral components has been one of the most promising. 10 The heattreated McMinn prosthesis 10 was a metal-onmetal resurfacing prosthesis with a cemented femoral component and an uncemented hydroxyapatite-coated acetabular component which was designed in the late 1980s. In 1997 the Birmingham hip resurfacing (BHR) arthroplasty 11 ( Fig. 1 ) was introduced in which heat treatment was abandoned in favour of an 'as-cast' state of the cobalt-chrome alloy. This was considered to be superior from a metallurgical point of view. The BHR has been used in limited clinical practice for 6.5 years with promising short-to mid-term clinical and radiological results. 12 Radiostereophotogrammetric analysis (RSA) is an indispensable tool in the assessment of the migration of implants. Its main advantage is its accuracy, with a threshold of detection of translation up to ten times better than that of conventional radiography. This allows unexpected patterns of migration to be identified over short follow-up periods and it is invaluable in the early recognition of the necessity for revision. 13, 14 However, the geometry of the BHR arthroplasty does not provide the optimal rigid-body characteristics for RSA and, in addition, the accuracy of this analysis has not previously been assessed for resurfacing implants. We now report our results using RSA to determine the stability of the BHR implant over a period of 24 months.
Patients and Methods
Between November 1999 and January 2000, 19 consecutive male patients underwent hip resurfacing with a BHR arthroplasty. One had bilateral resurfacing, giving a total number of implants of 20. All the operations were performed by the same surgeon (DM). The implants were equipped with tantalum markers on titanium towers (Fig. 1) . During the operation, additional markers (six to eight per segment) were introduced into the pelvis and femur (Fig. 1 ). Radiological examinations for RSA were performed immediately post-operatively and at two, six, 12 and 24 months after operation. Because of the large quantity of metal present in the images, the X-ray tubes were placed within a very limited range of position. One tube provided an almost pure anteroposterior view while the other was inclined cranially (Fig. 2) .
The two-dimensional positions of every implant and skeletal marker in each radiograph were digitised and their three-dimensional coordinates were calculated using standard RSA software (RSA Biomedical, Umeå, Sweden). Migrations were calculated using the kinematics software which was provided in the same package. The centre of the acetabular cup in the post-operative examination was calculated as an approximation of the centre of the head of the implant. The cup was used because of the difficulties which we encountered in making an elliptic fit onto the small portion of the surface of the head which was visible on the radiographs. The centre of the cup was considered to approximate to the centre of the head with sufficient accuracy to allow a description of migration of the head. The cup was only used in the first examination. In later examinations this point was recreated from markers which had been fixed to the femoral component. In addition to all migrations being described in relation to the global co-ordinate system, with one axis aligned to the long axis of the Xray table, a second axis being mediolateral and a third being anteroposterior, migration of the centre of the head was also recalculated in relation to the axial direction of the femoral neck.
The accuracy of the non-zero movement of the RSA technique was tested on pairs of radiographs taken on the same occasion but separated in time by approximately five minutes. This allowed the patient to move, while the relative movement between the implant and bone segments theoretically remained equal to zero. Any movement of the implant which was calculated between exposed pairs on the same occasion was therefore an error of non-zero movement. Multiple exposures were taken only if the initial exposures indicated difficulties in identification of the markers, primarily those of the cup. It was only when such additional exposures were undertaken that the redundant image pairs which were necessary for this reliability study were made available.
Results
Precision and migration detection threshold. The calculated mean errors of non-zero movement between duplicate RSA examinations performed on the same occasion are shown in Table I . The relevant SDs are included as reference data in the results of migration of the BHR.
Migration of the cup. Migration values for the cup over time were small (Table II, Fig. 3 ). There was no consistent pattern of proximal migration. Migration of the head. Values for rotation of the femoral component were small (Table III) as were those for its Diagram of the problem of depicting the polar marker on two radiographic views.
migration along the vertical axis. The pattern of migration over time indicated limited subsidence (Table IV, Fig. 4 ).
Values for migration in a mediolateral direction were also small, as were those for migration calculated in the direction of the femoral neck (Table IV, Fig. 5 ). No consistent pattern over time was detected. The non-optimal marker configuration used for the BHR arthroplasty gave the greatest non-zero movement around the femoral longitudinal axis (0.466˚ of rotation). This had the largest 95% confidence interval (CI) of 0.112˚. The femoral component had the lowest error along the vertical axis (0.108 mm) and also the lowest 95% CI of 0.029 mm. The cup was well identified by the three attached markers if the X-ray tubes were positioned at angles which ensured that all three markers were visible. Furthermore, the definition of the femoral component by the calculation of a single point within the femoral head provided high accuracy in translation along both the mediolateral and proximal distal axes of 0.107 mm (95% CI 0.035) and 0.083 mm (95% CI 0.018), respectively. All the results for non-zero movement corresponded well to those presented in a similar experimental arrangement with standard hip prostheses. 15 Migration values for the cup were small in all planes in our study. This corresponded to values in earlier studies of press-fit acetabular cups.
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Discussion
Hip resurfacing arthroplasty was used during the 1970s and early 1980s with discouraging results. Although the main reasons for the earlier failures of metal-on-metal resurfacing have now been addressed, new implants must be carefully analysed. Migration is one of the most consistent indicators of failure for arthroplasties in general. 13 In total hip replacement a subsidence level of 1.2 mm of the stem after two years has been shown to be a strong indicator of early or mid-term revision. 16 For hip resurfacing, no studies of migration patterns have been published. There is also no available information on which indicators of failure are present in terms of the direction and magnitude of translation and rotation.
In conventional hip replacement surgery, subsidence and internal rotation are major indicators of failure and the vertical axis coincides with the long axis of the implant.
For hip resurfacing, both the vertical axis and the long axis of the neck of the femur are possible directions of subsidence. We therefore calculated translation in relation to the long axis of the neck as well as to the axes of the anatomical co-ordinate system. There was no pattern of migration in relation to the long axis of the neck (-0.024 ± 0.176 mm after 24 months), and the values were low in comparison with the measurement error. Values for vertical migration were similarly low (-0.040 ± 0.161 mm after 24 months) and there was no significant pattern, although the curve showed a slight inclination by the end of our study. We found that measurements of anteroposterior translation of the femoral component corresponded to external-internal rotation of a conventional total hip replacement and showed higher values of error than the other directions of migration (maximum SD 0.714 mm at six months). This can be attributed to a combination of a limited distance between the X-ray tubes and the configuration of the three head segment markers. Six patients showed a pattern of posterior translation greater than the migration detection threshold of 0.329 mm (95% CI 0.098), but with no consistent pattern.
In several previously studied implants, particularly uncemented ones, a pattern of early migration along the loading direction was observed which subsequently ceased ('settling in'). We did not see such a pattern in our study, although in one patient a comparatively large migration along the long axis of the neck was seen between the twoand six-month examinations.
Our study shows that migration values at two years are small when compared with earlier studies of uncemented acetabular cups and cemented femoral components in total hip arthroplasty. However, there are other possible modes of failure of the BHR arthroplasty which remain to be analysed using other methods.
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